Introduction: The goal of European Ultrahigh-Field Imaging Network in Neurodegenerative Diseases (EUFIND) is to identify opportunities and challenges of 7 Tesla (7T) MRI for clinical and research applications in neurodegeneration. EUFIND comprises 22 European and one US site, including over 50 MRI and dementia experts as well as neuroscientists. Methods: EUFIND combined consensus workshops and data sharing for multisite analysis, focusing on 7 core topics: clinical applications/clinical research, highest resolution anatomy, functional imaging, vascular systems/vascular pathology, iron mapping and neuropathology detection, spectroscopy, and quality assurance. Across these topics, EUFIND considered standard operating procedures, safety, and multivendor harmonization. Results: The clinical and research opportunities and challenges of 7T MRI in each subtopic are set out as a roadmap. Specific MRI sequences for each subtopic were implemented in a pilot study presented in this report. Results show that a large multisite 7T imaging network with highly advanced and harmonized imaging sequences is feasible and may enable future multicentre ultrahigh-field MRI studies and clinical trials. Discussion: The EUFIND network can be a major driver for advancing clinical neuroimaging research using 7T and for identifying use-cases for clinical applications in neurodegeneration.
Background
Magnetic resonance imaging (MRI) measures of brain structure and function are important pillars in the assessment of dementias, both in clinical practice and for research. There is a pressing need for more sensitive and specific biomarkers of neurodegeneration, and for new approaches to study pathology and its functional consequences. MRI at ultrahigh-field strengths (at 7 Tesla, 7T) is potentially ideal in this context-it is safe, quick, and can improve sensitivity and specificity (compared with 3T MRI). With a view to realize the full potential of ultrahigh-field MRI at 7T for neurodegenerative disease research, a new working group was established in 2016: the European Ultrahigh-Field Imaging Network in Neurodegenerative Diseases (EUFIND) (Fig. 1A) . It comprises imaging and dementia experts representing 22 sites across Europe, including all scanner vendors, to work together to identify opportunities and challenges of 7T MRI and draw a roadmap for implementing and harmonizing ultrahigh-field MRI methods for the in vivo assessment of neurodegenerative diseases.
The initial focus of EUFIND was Alzheimer's disease (AD), but with the inclusion of several Parkinson's disease (PD) specialists, EUFIND has extended the scope of this initiative to optimizing and harmonizing protocols with a focus on these two most common neurodegenerative disorders. EU-FIND also interacts with the JPND (EU Joint ProgrammeNeurodegenerative Disease Research) working group for harmonizing MRI in vascular dementia (HARNESS) through members participating in both initiatives.
EUFIND's scope includes clinical applications and research using 7T MRI to (1) help disseminate knowledge across centers, (2) enable large ultrahigh-field, multisite, and multivendor studies in a harmonized network, (3) facilitate identification of clinical use-cases for 7T, and (4) calibrate methods for mapping tissue structure, function, vascularization, molecular, and metabolic status.
Methods
The EUFIND working group has conducted two international meetings, several telephone conferences and continued its efforts beyond the JPND funding with a third meeting in early 2018 (Fig. 1B) .
During the first EUFIND meeting in Magdeburg, the working group identified 7 core subtopics and elected subtopic coordinators. A steering committee (see Appendix) was appointed comprising EUFIND coordinators, subgroup coordinators, and country representatives. Subgroup coordinators (see Appendix), together with EUFIND members interested in that subgroup (see Appendix), defined topics of interest, drafted a roadmap for addressing these topics, and optimized a scanning protocol.
During the second meeting in Leiden, subgroup coordinators presented their progress, and on the basis of each subgroup's recommendations, the first EUFIND scanning protocol was agreed. Subsequently, all site representatives expressed their interest to participate in a multicentre pilot study to test the proposed protocol, hence exceeding the original JPND project plan.
Results

The EUFIND network
EUFIND includes 14 sites operating Siemens 7T MRI systems, whereas 6 sites operate Philips scanners and 2 General Electric (GE). All sites, except one, are equipped with the same RF head-coil with 32 receiver channels (1 site uses a 24-channel version, Nova Medical coil). We identified several differences on the transmit side between Siemens and Philips/GE systems. Our survey also revealed gradient strengths ranging from 38 to 80 mT/m. Such hardware differences were considered when harmonizing the imaging protocols.
Subtopic results and recommendations
Clinical application/clinical research
The utilization of 7T in clinical practice is in its infancy. This may soon change, however, in light of the approval of the first 7T systems for clinical use (in the US and in the EU) (https://www.fda.gov/NewsEvents/Newsroom/ PressAnnouncements/ucm580154.htm).
Ultra-fast acquisition: The increased signal-to-noise ratio provided by 7T MRI can be exploited for speeding-up acquisitions with image resolutions commonly used at clinical field strength (3T), thereby improving motion robustness and/or shortening the time required for imaging patients.
Clinical research: High-resolution structural imaging with 7T MRI is ideally placed to complement molecular measures of tau and amyloid pathology by providing unique information on disease staging, as suggested by the research framework for AD [1] . We have specifically identified the following topics for future clinical research:
Disease modeling: Taking advantage of the superior spatial resolution of 7T MRI, longitudinal multiparametric high-resolution imaging could better inform mathematical models of disease progression and offer a safe and quick tool for repeat use in treatment trials. Functional assessment: Functional 7T MRI can reach submillimeter resolution [2, 3] , thereby allowing to functionally probe and assess the integrity of small anatomical structures, such as entorhinal cortex subregions, hippocampus subfields, locus coeruleus, and basal ganglia circuits. Such information would facilitate understanding of disease effect on brain functions from the earliest stages of AD and PD and to probe target engagement in drug trials. Nonamyloid/non-tau-pathology:
High-resolution angiography at 7T can aid the detection of disease comorbidities such as vascular pathology. Differential diagnosis: Iron mapping with 7T MRI could help improve the differential diagnosis of neurodegenerative diseases, for example, across parkinsonian disorders. End-point markers for clinical trials: Increased sensitivity to quantify neurodegeneration could offer a validated readout for use in controlled designs.
Diagnostic imaging: EUFIND is the ideal framework to identify the most promising applications of 7T MRI in clinical neurology; with most participating sites embedded in a clinical setting, direct comparisons with routine 3T assessments are feasible. We do not expect 7T MRI to replace established molecular imaging, that is, positron emission tomography, or cerebrospinal fluid biomarkers, of neurodegenerative diseases. However, existing evidence suggests that 7T MRI could (1) be more sensitive to early neurodegeneration in prodromal/preclinical states of neurodegenerative diseases, (2) offer a highly sensitive tool for the detection of vascular pathology, and (3) improve target placement for noninvasive brain stimulation techniques. EU-FIND could also help identify in epilepsy more subtle lesions than 3T MR even though this latter topic is not in the immediate scope of EUFIND.
Highest resolution anatomy
7T MRI offers superior anatomical resolution over lower field strengths. To illustrate this, we imaged and segmented medial temporal lobe regions. As illustrated in recently developed 7T segmentations protocols for the medial temporal lobe [4] , certain key landmarks that are difficult to identify at 3T, such as the endfolial pathway distinguishing dentate gyrus from hippocampal subfield CA3, can be reliably identified in 7T scans. Two high-resolution anatomical sequences were successfully implemented and analyzed at 13 EUFIND sites: a T1-weighted sequence for whole-brain anatomy (3-dimensional magnetization prepared rapid acquisition with gradient echo, 0.65-mm isotropic resolution), and a T2-weighted acquisition centered on the medial temporal lobe (2D Turbo-Spin Echo, 0.4 ! 0.4 ! 1.0 mm resolution, orthogonal to the hippocampus' longest axis). Table 1 summarizes the acquisition details for each of the sequences. Protocols for different vendors were largely analogous-but minor differences existed. We have not used dielectric pads to improve signal from the medial temporal lobes because these were not available at all sites, are not approved for clinical use and raise safety concerns because of their considerable effects on the local specific adsorption rate. Data were acquired from 22 healthy volunteers, scanned across all 13 sites.
Whole-brain T1 scans were bias-corrected [5] before segmentation using Freesurfer's "recon-all" pipeline [6] . Hippocampal subfield segmentation was undertaken using the automated segmentation of hippocampal subfields protocol package (https://sites.google.com/site/hipposubfields/) in combination with the Magdeburg 7T atlas, which was created using a recently published subfield segmentation protocol [4] . Fig. 2A highlights the importance of biasfield correction to provide spatially homogenous images for whole-brain segmentation (Fig. 2B ). Fig. 3 illustrates the interscanner consistency of hippocampal segmentation from T2-weighted images.
In conclusion, whole-brain T1-weighted and highresolution T2-weighted sequences were successfully implemented and analyzed across sites and vendors. These initial efforts revealed two acquisition problems, namely excessive head motion and signal loss in the inferior temporal lobe on T2-weighted scans. Future solutions could include prospective motion correction [7] and utilization of parallel transmission to homogenize the transmit field [8] .
Functional imaging
The main advantages of higher field strength for fMRI are the increased nuclear magnetization and susceptibility effects, leading to increased blood oxygenation level-dependent contrast [9, 10] . However, acquisition of fMRI data suffers from physiology-and hardware-related challenges that may impair the generalization of fMRI studies across imaging platforms [11] . We thus evaluated the feasibility of a standardized protocol across several 7T sites for resting-state fMRI in neurodegenerative diseases. In the preclinical course of AD, tau-pathology spreads from perirhinal and entorhinal cortex to hippocampal subfields and amygdala and later to other cortical temporal regions, to frontal and midline parietal Abbreviations: GE, General Electric; GRAPPA, generalized autocalibrated partially parallel acquisition; 3D-MPRAGE, 3-dimensional magnetization prepared rapid acquisition with gradient echo; 2D-TSE, 2-dimensional turbo spin echo.
regions [12] [13] [14] . Therefore, tools to assess the detailed functional connectivity profile of the perirhinal cortex (PRC) in preclinical AD would be valuable. We assessed whether PRC functional connectivity with the entorhinal cortex, hippocampal subfields, and cortical regions could be reliably delineated in multisite resting-state data and could be distinguished from connectivity patterns of the parahippocampal cortex. This comparison is relevant because the parahippocampal cortex (PHC) is affected in later stages of tauprogression than the PRC [15] . PHC and PRC seed regions were selected to analyze resting-state data as used to investigate the integrity of entorhinal and hippocampal subregional connectivity [16] . fMRI data were acquired at five different imaging sites for a total of eight subjects (see sequence parameters in Table 2 and Figs. 4 and 5). Seed-to-voxel correlational analyses using PRC or PHC seeds were performed on the distortion and motion corrected fMRI data using the CONN toolbox [17] . As covariates, white matter and cerebrospinal fluid time series and subjects' realignment parameters were included to account for physiological noise and motion, respectively. For group analysis, correlation maps were registered to the MNI atlas and averaged across subjects.
For all subjects, the seed ROI's could be reliably obtained and analyzed. Although both seed-regions are located in close proximity, the observed correlation maps exhibited clearly distinct patterns in agreement with earlier studies [16] , with no large differences across sites and subjects, demonstrating the feasibility of functional connectivity multicentre studies using 7T fMRI.
Because this proof-of-concept study focused on feasibility, we used an anatomically narrow acquisition protocol limited to the medial temporal lobe. It would be meaningful to include cortical regions such as parietal and midline regions in future protocols. 
Vascular system/vascular pathology
7T MRI offers several unique opportunities to further our understanding of vascular contributions to neurodegenerative diseases. This includes both functional and structural assessment of the brain vasculature and parenchyma, as well as perfusion [18, 19] .
7T MRI allows for high-resolution imaging of both the arteries [18, 20] (time of flight) and the veins [19, 21] (T2* weighted imaging/susceptibility weighted imaging). Postprocessing techniques are being developed for quantitative measures of vessel density, length, tortuosity, and branching patterns. In addition, structural features of the wall of intracranial vessels can be assessed (reviews: [18, 22] ), although this is currently still limited to larger vessels (circle of Willis and a few major branches) [e.g., [23] ]. Apart from measures of vessel structure, different aspects of vascular function, including blood flow, pulsatility of flow in small penetrating arteries-a possible indicator of vascular stiffness- [24, 25] , vascular reactivity to vasoactive agents (e.g., carbon dioxide) or neuronal stimulation (i.e., fMRI), can be assessed with 7T MRI at a level of spatial and temporal resolution that markedly exceeds lower field strength MRI [18, 26] . Finally, 7T also offers new perspectives on the consequences of vascular disease in the parenchyma. Methods have been developed to detect cortical microinfarcts [27, 28] , and to improve detection of microbleeds [29, 30] and secondary neurodegeneration [31] .
We attempted to harmonize a recently published 2D phase-contrast sequence to measure pulsatility in perforating arteries of the white matter in the semioval center [25] . We found, however, large sensitivity differences across scanner platforms in detecting perforating arteries. Such performance inconsistencies warrant future study, and illustrate in exemplary fashion the challenges of harmonization. The method was thus applied to the larger perforating arteries in the basal ganglia. Eleven 2D phase-contrast scans were available from 7 sites (all three scanner vendors included) and were successfully analyzed. The results (data not shown) confirmed the values from the first publication [25] .
Iron mapping and neuropathology detection
Iron dysregulation is thought to play a significant role in the pathogenesis of neurodegenerative diseases such as AD [32] , PD [33] , and amyotrophic lateral sclerosis [34] . Large numbers of iron-laden glial cells are commonly found in the vicinity of pathological aggregates in these disorders Abbreviations: GE, General Electric; GRAPPA, generalized autocalibrated partially parallel acquisition. Fig. 4 . Overview of subjects' mean EPI from different sites. [35] [36] [37] [38] [39] [40] . Quantitative susceptibility mapping (QSM) [41] and apparent transverse relaxation rate (R2*)-both related to brain iron levels in vivo-revealed differential patterns of involvement in aging [42] [43] [44] [45] [46] and AD [47] [48] [49] , PD [50] [51] [52] , and amyotrophic lateral sclerosis [53] [54] [55] . In light of this, EUFIND has carried out a systematic calibration study of QSM and R2* measurements from multiple sites using scanners from all three vendors (see Table 3 for Siemens scanners).
Single-and multi-echo data sets, scanned at six different sites, were preliminarily investigated [54] . QSM and R2* reconstructions were performed successfully from all data sets. Moderate subject motion was observed in one-third of scans. However, a subsequent experiment focusing on the striatum, with the prediction that magnetic susceptibility must increase as a function of age, returned a qualitatively positive result (Fig. 6 ).
In conclusion, multisite and multi-vendor QSM and R2* were reliably reconstructed at 7T. Despite the presence of motion artifacts in some data sets [56] , aging effects were detectable visually.
Spectroscopy
In vivo MR spectroscopy (MRS) [57] and CEST spectroscopy [58] can noninvasively quantify a portion of the biochemical composition of living tissue. Preclinical MRS markers for neurodegenerative disease may complement structural and functional imaging readouts [59] . Proton (1H) MRS has reached the arena of clinical research both because of its ability to detect and quantify several human metabolites in vivo, with sequences in principle available on all clinical MRI systems. A recent multicentre proton MRS reproducibility study using four 7T systems has reported an acceptable reproducibility level for MRS data across centers and vendors [60] . We hereby present additional normative MRS data across three of the participating sites (single vendor). Data were acquired from a 2 ! 2 ! 2 cm 3 volume centered on the posterior cingulate cortex using the same MRS pulse sequence across all three sites. The data returned a high level of reproducibility for a broad range of metabolites (Fig. 7) . Abbreviations: GE, General Electric; GRAPPA, generalized autocalibrated partially parallel acquisition; QSM, quantitative susceptibility mapping. 
Quality assurance (QA), standard operating procedures (SOPs), safety, and multivendor harmonization
Harmonization of imaging protocols, SOPs, and common quality assessment are key to enable 7T MRI for future use in multicentre trials. The main challenges working toward these goals are the following:
1. Working across institutions: The implementation of SOPs relies heavily on how these interface with the working practices of the individual institution. SOPs need to be sufficiently detailed to enable consistency, whereas sufficiently flexible to allow local working practices to be implemented without significant extra resource. 2. Working across vendors: Attempts to standardize protocols for imaging and quality assurance need to consider the limitations of each vendor's image acquisition and reconstruction frameworks, without necessarily accepting a "lowest common denominator" solution. 3. Working across regulatory bodies: Scanning at 7T poses some safety concerns where the potential risks are not always known. Because safety is overseen by different regulatory bodies in different institutions, regions, and countries, a common policy is not easy to achieve.
Work in addressing these has already begun within specific national networks, and EUFIND closely collaborates with these national networks and enhances communication between them. This is enabled by shared PIs across these networks within EUFIND.
German Ultrahigh-Field Imaging (GUFI) network
The GUFI network was founded at the end of 2013 supported by the German Research Foundation. System reproducibility in human subjects has been compared within the network to validate multicentre brain imaging at 7T, known as the "traveling heads" study [61] . High reproducibility was found across all sites, but differences in intersite versus intrasite reproducibility were identified and assigned to hardware differences.
GUFI has implemented a common QA protocol to assess system performance based on signal-to-noise ratio, B11, noise, and stability measures. High agreement was found between sites, but the protocol also revealed hardware and calibration faults at some sites that were previously undetected.
GUFI partners have tried to clarify ethical, regulatory, liability, and safety issues common to all 7T MR sites. To date, very few medical implants have been certified as MRconditional at 7T. GUFI partners defined and published a consensus recommendation for dealing with passive implants, including a standardized decision-making process regarding whether a measurement at 7T can be performed safely [62] . The network is currently establishing a database with information on implant safety to share knowledge and experience on this topic. In addition, online safety training accepted by all sites has been implemented.
UK7T network
Established in 2015 and funded by the UK Medical Research Council, this network aims to develop a platform for multicentre trials at 7T, enable multivendor studies and produce "work-horse" protocols. In a similar way to GUFI, the UK7T network has carried out a "traveling head" study with 10 participants across 5 sites, using a range of harmonized protocols including structural and functional measures. Initial data show that, as well as matching protocol parameters as much as possible, it is essential to standardize the various calibration steps (transmit power, B0 shim), to improve uniformity [63] . At present, QA procedures and a common phantom are also being disseminated among the UK7T partners.
Future directions: the EUFIND protocol
On the basis of the available hardware and the recommendations from each subtopic, we developed a EUFIND 7T high-resolution imaging protocol. This protocol combines structural imaging sequences for morphometric information (structural T1 and T2 sequences), a sequence to image vascular pulsatility (2D phase), a resting-state fMRI sequence, and an iron-sensitive 3D gradient echo sequence for QSM. The details of the protocol are given in Table 4 .
The results from the pilot study showed overall good image quality across sites and vendors but also revealed that protocol harmonization needs further improvements, especially regarding transmitter calibration.
Discussion
The EUFIND subgroups were ambitious in exploring the capabilities of 7T MRI technology. Indeed, the protocol resulting from subgroup recommendations goes beyond what can be achieved by 3T MRI. The group identified and focused on methods with the highest potential for use in neurodegenerative diseases and agreed not to focus on areas where the benefit of high field strength is currently less certain, for example, diffusion MRI.
From the subgroup reports, it became apparent that each MRI modality posed a different set of challenges in multivendor harmonization. Whereas high-resolution anatomical imaging and QSM sequences were relatively straightforward to translate across vendors, unforeseen limitations precluded full harmonization of vessel pulsatility measurements and spectroscopy. Solutions may require additional contributions and developments by scanner vendors.
Thirteen 7T sites implemented the recommended protocol (Table 4 for acquisition details) and provided healthy volunteer data within the very short time frame of the JPND project. For the first time, 7T MRI data acquired on scanners from all vendors across multiple countries were assessed in a single study. We consider this alone to be a success given that conducting such a study went far beyond the original scope of the working group, and several sites had only recently received their scanner hardware or had a major focus on other organ systems. These sites have nonetheless made substantial progress in adopting the joint protocol, and expect that the full network will soon be able to join the EUFIND roadmap implementation.
The pilot study demonstrated that harmonizing 7T MRI data acquisition protocols across institutions, system vendors, and regulatory bodies is viable. It was also successful in revealing specific problems and challenges of multisite 7T imaging, which can now be effectively addressed. To that end, it also helped to establish data exchange and communication channels across sites, and identified subgroup-specific expertise in sequence implementation and data analysis. We believe that this will enable EUFIND to advance the implementation of technology for addressing challenges of 7T imaging such as reducing movementrelated artifacts at high resolution.
EUFIND has thus laid the foundation to apply 7T in multisite research studies in Europe. One of the obvious questions to address in the near term is how much added benefit 7T technology provides in a head-to-head comparison with 3T technology for improving research and clinically relevant personalized medicine approaches. For AD, one hypotheses would be that ultrahigh resolution imaging at 7T improves on current 3T imaging of brain structure, function, and vasculature for individualized precision medicine for early assessment and prevention of AD. Addressing this hypothesis will require (1) to identify the added sensitivity of ultrahigh resolution structural imaging at 7T for detecting and quantifying progressive neurodegeneration in aging and preclinical/prodromal AD as compared with currently available protocols at 3T, (2) to determine whether the trajectory of cognitive change is explained better by ultrahigh resolution measures of atrophy than the current 3T standard, (3) to identify neural dysfunction in small brain networks that are affected early in disease (i.e., subregions of the entorhinal cortex, the locus coeruleus), (4) to determine to what extent brain dysfunction is related to neurodegeneration, (5) to identify the contribution of small-vessel related vascular risk factors to neurodegeneration and brain dysfunction.
With EUFIND, we have established a network that enables addressing these topics in the near future. We emphasize that the increased signal-to-noise ratio provided by 7T MRI can also be exploited for speeding-up acquisitions with image resolutions commonly used at clinical field strength (3T), thereby improving motion robustness and/or shortening the time required for imaging patients, as opposed to improving resolution. 
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RESEARCH IN CONTEXT
1. Systematic review: The authors reviewed the literature using traditional (e.g., PubMed) sources and meeting abstracts and presentations. Ultrahigh-field imaging at 7 Tesla in neurodegenerative diseases is an emerging field and considerable advances have recently been made concerning various 7T imaging modalities and in multisite harmonization, quality control, and safety recommendations. These relevant studies are appropriately cited.
2. Interpretation: Our work indicates that a large consortium of 7T sites to address clinically and scientifically relevant questions in neurovegetative diseases with advanced and harmonized imaging sequences is feasible.
3. Future directions: We propose a roadmap for the future of 7T imaging in neurodegenerative disease covering clinical and research topics. The increasing number of 7T sites with access to clinical populations also makes it feasible that 7T imaging can be used in multicenter clinical trials.
